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QQ::    
We observe unreliable reading of the BCR at the transfer station. The beam is centered 
nicely on the barcode. The reading in the stackers is ok. 
 

AA::    
On clear plates there could be interferences between the BCR and the plate detection 
sensor of the transfer station.  
 

 
 
 
Please have the sensor placed in the location of the Arrow, this is what I did for Astra on 
the STX 1000 to eliminate the reading of the BCR issue at the transfer station 
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