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QQ::  
Have some strange activity with a LPX 44...   
 
It seems like the sensor on the transfer station does not let a plate be 
placed until it is "active".  The handler will wait until I place my hand 
over the transfer station sensor, then it will deliver. 
We had corrected this one time by a quick power cycle, but that is not 
working now. Mark, Can you provide the serial number? 
 

AA::  
Is it possible that the sensor is wired to the end switch input of the active transfer station? 
You can check this by "RD 100" or "RD 101". The correct inputs of the transfer station 
sensors are 102 and 103. The sensor should read '1' when covered on "RD 1813" or "RD 
1807".  
You may also check 3210 "RD 3210". This flag is set to '1' after initialisation when the system 
detects an active transfer station. 
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