
 
Questions & Answers 

   

326.pump_gassing.doc Page 1 of 1

 

ID: Title:  Pump Gassing 
0326 

Date in: Response: Model: Author: 

2008-02-07 2008-02-07 - RKi 

 
 

QQ::  
Is it normal that the CO2 pump is always running? 
 
 

AA::  
The CO2 Pump should run consantly, except the unit is heated above 50°C. Above this 
temperature the pump switches off. 
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