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QQ::  
Do I have to remove the stackers and the shaker for cleaning the incubation chamber of an 
STX40 Shaker? 
 
 

AA::  
We recommend the EasyClean with the Shaker option. This will allow to easily remove the 
handling with the stackers from the chamber. For cleaning the waterbath the stackers may 
stay in the system.   
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