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The issue between RH and CO2 going to 10+ percent. Unit has steam generator. Please 
check.

Problem not know. I would first measure the signal on the CO2 sensor (5.0 .. 6.0 VDC) to see
if originates from the sensor.

If not, take measurement at the display next.
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