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QQ::    
My CO2 always reads zero on the display. I floated the incubation chamber with CO2 
through  the hole in the glass door as you asked me to do but the reading would stay at 
zero. 
 
 

AA::  
There are 3 possibilities: 
 
   1 Bad CO2 sensor 
 
   2 Bad CO2 display 
 
   3 Bad connection 
 
Please check the CO2 sensor first. The CO2 sensor should be blinking inside the 
measurement cell. The supply voltage for the sensor is 15VDC. The Signal voltage if the 
sensor is 5..6 VDV depending on the CO2 level.. 
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Supply Voltage 
+15 VDC 

Sensor GND 

Signal 
Voltage 5..6 
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